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INTRODUCTION. 
 
The Campden Instruments 441M Liquid Dippers are standard accessories for the Campden 
410 series Test Chambers, however are compatible with all 24/28VDC operation systems. 
 
The 441M is supplied with a 0.015mL cup. 
 
OPERATION 
 
Connections to the 441M Liquid Dipper are made via a four way terminal block as follows: 
 
1:  Blue wires and white/red wire 0VDC 
2:  White/black wire   Operate 
3:  Orange wire and Brown wire 24/28VDC 
4:  Violet wire    Trough Report 
 
To operate the dipper, connect the unit to a +24/28V and 0V supply as above. 
Connecting the operate terminal to 0VDC for 25mSec to 100mSec will cause the dipper to 
retract into the liquid trough and return to the feeding position.  Connecting the operate 
terminal to 0VDC continually will retract the dipper into the liquid trough. 
The trough report switched to 0VDC when the trough door is opened. 
 
 
SPECIFICATIONS 
 
Voltage Requirements:  24-28 VD
Operating Current:  40mA 
Wattage:   5.6W ma
C 
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